Ò 'WatchBP Home A' oscillometric blood pressure monitor detects irregular pulse, suggestive of atrial fibrillation (AF). Early detection of AF can prevent thromboembolic stroke via anticoagulation therapy. The device was considered by the Medical Technologies Evaluation Programme of the UK National Institute for Health and Care Excellence (NICE). The sponsor (Microlife) identified 10 studies. These were reviewed by an External Assessment Centre (EAC) which considered three relevant to the decision problem, including one which found the device detected AF more accurately (sensitivity 96.8 %, specificity 88.8 %) than pulse palpation (87.2, 81.3 %). The EAC concluded the technology had potential to improve detection of AF, but the three studies had uncertain external validity. From a costconsequence model with a 1-year timeframe, the sponsor calculated the device would reduce electrocardiogram (ECG) referrals and prevent strokes, but incur anticoagulation therapy costs, with net NHS savings of £11.6 million and prevention of 221 strokes, annually. The EAC criticised the model for its limited time horizon, and its consideration of symptomatic AF patients who were outside the scope issued by NICE. The EAC applied a de novo Markov model, with a 10-year timeframe. The per use saving was calculated as £2.98 for asymptomatic patients aged 65-74 years and £4.26 for those aged 75-84 years, with the prevention of 53-117 nonfatal and 28-65 fatal strokes per 100,000 people screened. Following consideration by the NICE Medical Technologies Advisory Committee, NICE judged that the case for adoption was supported by the evidence (Medical Technologies Guidance 13; MTG13).
Introduction
The National Institute for Health and Care Excellence (NICE) provides evidence-based guidance for the National Health Service (NHS) in England and Wales with the aim of improving clinical outcomes for patients, as well as delivering efficiency gains in the use of health service resources. The NICE Medical Technologies Evaluation Programme (MTEP) has a specific aim of evaluating and, where appropriate, encouraging the adoption of, new and innovative medical devices into the NHS [1] .
The NICE Medical Technologies Advisory Committee (MTAC) comprises up to 25 members who have a range of expertise and includes clinicians, health economists, commissioners and lay people. The primary function of MTAC is to select and route technologies on which guidance should be produced, and to develop guidance on selected technologies. The sponsor (usually the manufacturer of the device) is asked to submit clinical and cost evidence according to a scope issued by NICE [2] . The sponsor's submission is independently critiqued by an External Assessment Centre (EAC) and a report is produced. Thus, the production of guidance on medical devices is influenced by the sponsor (who provide the evidence), the EAC (who evaluate the evidence and, if necessary, conduct further modelling) and MTAC (who consider the evaluated evidence and make recommendations).
The 'WatchBP Home A', manufactured by the sponsor Microlife Ò , is an automated blood pressure (BP) monitor for use in home or primary care, which also includes an algorithm for assessing irregular heartbeat. In January 2013, NICE published final guidance (MTG13) on this device [3] . This article presents a summary of the EAC report and the development of the NICE guidance. It is one of a series of NICE Medical Technology Guidance summaries being published in Applied Health Economics and Health Policy [1, 4, 5] . The EAC involved in the evaluation was the Newcastle upon Tyne Hospitals NHS Foundation Trust and York Health Economics Consortium (NUTH/ YHEC) partnership. Documentation of the supporting evidence and process can be found on the NICE website [6] .
Background to the Conditions and Device
Hypertension (high BP) is one of the leading causes of premature morbidity and mortality in the UK, and is a major risk factor for stroke, myocardial infarction, heart failure, chronic kidney disease, peripheral vascular disease, cognitive decline and premature death [7] . The risks of death from stroke and from ischaemic heart disease or other vascular causes approximately double with each 20 mmHg increase in systolic BP [8] . Hypertension is also the primary risk factor for atrial fibrillation (AF) [9] . It is estimated that about a quarter of the UK population are hypertensive, with more than half of these being over 60 years of age (also around the age when the risk of AF significantly increases) [10] . Hypertension, once diagnosed, can usually be adequately controlled through lifestyle changes and pharmacotherapy, which in turn reduces the likelihood of serious cardiovascular events. BP is usually measured in primary care, increasingly by using an electronic oscillometric BP monitor.
Lévy et al. [11] define AF as ''an atrial tachyarrhythmia characterised by predominantly uncoordinated atrial activation with consequent deterioration of atrial mechanical function''. It is classified into three types depending on how long episodes last: paroxysmal (multiple episodes that cease within 7 days without treatment); persistent (episodes lasting longer than 7 days, or less when treated); or permanent (continuous AF which has occurred for more than 1 year) [12] . Additionally, AF is frequently asymptomatic and is often first detected incidentally [13] .
According to the 2012 Quality and Outcomes Framework (QOF) database, 978,019 people were registered as having AF in the UK, which is about 1.5 % of the population [14] . The prevalence of AF advances with age, roughly doubling with each advancing decade [15] . The annual incidence of AF in people aged over 65 years was estimated as 1.04 % in a sample of 4,936 control subjects [16] .
AF predisposes to thrombus formation, causing sufferers to have a 5-fold increased risk of stroke and thromboembolism [17] . Cardiac output may be compromised regardless of ventricular function, and AF can lead to structural heart disease and can precipitate critical cardiac ischaemia. Overall, AF is associated with an odds ratio (OR) for death of 1.5 in men and 1.9 in women, with most of the excess mortality occurring soon after the diagnosis of AF [18] . For AF that cannot be reversed through pharmacological or electric mediated cardioversion, the main treatment option is antiplatelet or anticoagulation drug therapy to prevent thromboembolic events, in particular stroke [12] .
Thus, both hypertension and AF are major risk factors for serious cardiovascular events, and both have treatment options once diagnosed. There is good evidence that opportunistic screening for AF using manual palpation in primary care is cost effective [16, 19] and screening for hypertension forms part of the NHS health check programme [20] , although there is no formal screening programme in the UK for the diagnosis of AF in the population. The WatchBP Home A is a conventional automated oscillometric BP monitor which also detects irregular heart rhythms, which are most commonly due to AF. The WatchBP Home A may be considered as a replacement for manual pulse palpation in the clinic or in the home. The sponsor's case for adoption of the WatchBP Home A was that the device shows promise in having the potential to incidentally detect AF during the routine measurement of BP, with no additional time or cost considerations. Thus, the dual functionality of the device might lead to the early detection and diagnosis of AF in asymptomatic populations, allowing for early management and prevention of thromboembolic disease, particularly stroke. The committee selected the device for consideration as a dual function device for the diagnosis and monitoring of hypertension and as a tool for the opportunistic detection of AF in high-risk groups.
3 Decision Problem (Scope)
Population
The target population described in the scope was people with suspected or existing hypertension or those who are being screened for hypertension, and, within this group, those people in whom AF is present but undetected. The population described refers to people with asymptomatic AF in whom incidental detection of AF might occur; people who are symptomatic of AF and are consulting with their GPs for that reason were excluded, as the WatchBP Home A is not intended to be used to diagnose AF.
Comparator (Current Practice)
Two clinical guidelines have been published by NICE that are directly relevant to the decision problem: Atrial Fibrillation (CG36) [12] and Hypertension (CG127) [10] . The latter is of greater relevance to the detection of AF during the routine measurement of BP. These guidelines recommend that irregular pulse should be screened for during the routine measurement of BP in the office or clinic (this is mainly because irregular pulse can adversely affect the diagnostic accuracy of BP measurement devices). If an electronic oscillometric BP monitor is used, this should be done by using manual palpation of the ulnar or radial pulse. If an irregular pulse is detected, a manual measurement of BP should be performed, preferably using a non-mercury sphygmomanometer with auscultation of the brachial artery, and the patient should be referred for a 12-lead electrocardiogram (ECG), which is used to definitively diagnose AF or an alternative diagnosis (i.e., ECG is the gold standard) [16] .
NICE clinical guidelines for AF recommend targeted or opportunistic screening using pulse palpation for AF in patients who have symptoms of the condition or are at particularly high risk. The associated symptoms of AF include breathlessness, dyspnoea, palpitations, syncope/ dizziness or chest discomfort [12] . People described in this population are out of scope of the decision problem, as they would not normally be indicated for assessment of AF with the WatchBP Home A, which is intended primarily for measurement of BP rather than as a screening or diagnostic tool for AF.
Intervention (the WatchBP Home A)
The intervention, as described by the scope issued by NICE, was the WatchBP Home A. In their submission, the sponsor focused on the novel AF detection aspect of the device rather than its BP measurement capability, for which it was validated [21] . As pulse palpation to detect pulse irregularity is recommended before BP measurement [10] , a direct comparison of the diagnostic accuracy of pulse palpation with the WatchBP Home A was most relevant to the decision problem.
The WatchBP Home A may be used in either a clinical setting (i.e., GP or nurse's office) or in a home setting. In the latter case, the device would be used for the diagnosis of hypertension if ambulatory BP measurement was not suitable, or for the monitoring of hypertension following diagnosis (e.g., to assist with antihypertensive drug titration).
Outcomes
As the WatchBP Home A is a diagnostic rather than an interventional device, its use will influence subsequent clinical pathways. The outcomes specified in the scope were: diagnostic accuracy for hypertension; diagnostic accuracy for AF; incidence of AF-related stroke in patients found to have AF; reduced mortality from AF-related stroke (following antiplatelet or anticoagulation therapy); reduced disability from AF-related stroke; and devicerelated adverse events.
Review of Clinical and Economic Evidence
The sponsor submitted clinical and economic evidence according to a scope issued by NICE [2] . The economic evidence included a de novo cost-consequence analysis. The EAC critically appraised the submission and carried out additional analyses to evaluate the outcomes identified in the scope.
Clinical Effectiveness Evidence

Sponsor's Review of Clinical Effectiveness Evidence
The sponsor performed a literature search and identified and presented a total of ten studies that they considered were relevant to the decision problem. The EAC considered five were relevant to the decision problem (i.e., within scope); these were four published studies [22] [23] [24] [25] and one study that was awaiting publication at the time of assessment and has since been published [26] . Five studies were not fully appraised by the EAC as they were BP measurement validation studies or measurement of BP was their sole outcome, and they were not used by the sponsor in their evaluation of the device. Of these excluded studies, three were peer reviewed and published [21, 27, 28] , one was a conference abstract [29] , and an additional, unpublished, randomized controlled trial (RCT) that was potentially highly relevant to the decision problem was in the process of patient recruitment, but no results were available [30] .
Of the five studies that were available and relevant to the decision problem, three were in a secondary-care clinical setting [22, 24, 25] and two (one published [23] and one unpublished at the assessment [26] ) were based in a home setting. The studies in a home setting, although within scope, were not used for further analysis by the EAC as this scenario was not explored further by the sponsor, and the only published study [23] was an uncontrolled case series with a population not within the scope of the decision problem (people with a previous history of AF). The unpublished study included patients with AF and used a non-standard comparator (ECG events monitor) [26] . This left three studies [22, 24, 25] that were potentially useful to inform the clinical effectiveness of the WatchBP Home A as well as to support the assumptions of the economic analysis.
Descriptions of the relevant studies, and an additional study that was identified by the sponsor and used to supply data concerning the comparator (pulse palpation) [16] , are given in Table 1 . These were cross-sectional diagnostic studies, with the diagnostic accuracy of the AF detection algorithm of the WatchBP Home A compared with 12-lead ECG as their main outcome. Overall, these studies indicated that the sensitivity of the AF detection algorithm was 93-100 % [22, 24] , specificity was 69-91 % [22, 24] , positive predictive value (PPV) was 68 %, and negative predictive value (NPV) was 98 % [25] ( Table 2) .
The sponsor critically appraised the literature using a checklist, but did not attempt to place the studies within the context of the decision problem. In particular, the sponsor did not discuss how limitations in the external validity of the studies might impact on their generalisability to UK primary healthcare practice.
Critique of Clinical Effectiveness Evidence
The EAC considered that only three of the provided studies were relevant to the decision problem. None of these studies used the WatchBP Home A as the intervention, although the sponsor confirmed that all used an algorithm equivalent to that which is embedded in the device.
The three cross-sectional diagnostic studies [22, 24, 25] were considered by the EAC to be appropriate to assess the diagnostic accuracy of the device (that is, they were of a suitable design to assess how accurately the device identifies people with irregular pulse and possible AF, and how well the device excludes people who do not have an irregular pulse). All the studies used 12-lead ECG as the reference standard, which is widely regarded as the gold standard test for the diagnosis of AF, and, because it uses an entirely different mechanism to detect AF, it is not subject to incorporation bias [31] . The EAC critically appraised these studies using methodology adopted from the Critical Appraisal Skills Programme [32] , and considered that they had adequate internal validity.
The EAC considered the external validity of the selected studies and the extent to which they related to the primarycare setting of the NHS of England and Wales. It identified specific areas where the population, intervention and comparator used in the studies differed to those described in the scope. Briefly, the populations described in the studies were recruited from secondary care in the USA and Greece, lending them susceptible to referral and spectrum bias [33] . The greater prevalence of AF in these populations would be expected to significantly impact on the PPV and NPV recorded by the device [34] . The intervention used in the studies was not specifically the WatchBP Home A device, and the devices used different modes to the WatchBP Home A; for instance, in the number of readings required to deliver a positive 'detection' of AF. Finally, the comparator used in the studies, although appropriate as a gold standard to evaluate diagnostic accuracy, was not that of the scope, which was pulse palpation.
Because analysis of the appropriate comparator, pulse palpation, was critical to answer the decision problem, the EAC undertook a brief literature search to find relevant studies that might address this issue. As no head-to-head studies of the WatchBP Home A (or equivalent device) and pulse palpation were identified, the EAC made an indirect comparison using data derived from the SAFE (Screening for Atrial Fibrillation in the Elderly) study [16] , which was considered to be of highest methodological quality and have greatest external validity. The SAFE study was a large (n = 14,802), multicentre, pragmatic RCT commissioned by the NHS Research and Development Health Technology Assessment (HTA) Programme. It investigated the effectiveness and cost effectiveness of an opportunistic strategy to screen for AF using pulse palpation (followed by confirmatory 12-lead ECG) with systematic screening with nurse-or GP-led ECG (followed by confirmatory 12-lead ECG) in an elderly population. In addition, there was a control arm who received neither screening intervention. The opportunistic strategy proved to be most cost effective. The diagnostic parameters reported concerning pulse palpation were a sensitivity of 87.2 %, a specificity of 81.3 %, a PPV of 30.1 %, and an NPV of 98.6 % when comparing GP-or nurse-led pulse palpation with 12-lead ECG [16] . The results of this study, together with those from the sponsor-identified studies on the Watch BP Home A, are presented in Table 2 . These data were used in subsequent economic analysis. 
Sponsor's Economic Submission
The sponsor performed a basic literature search which did not identify any economic studies relevant to the decision problem (i.e., they cited no studies which used the WatchBP Home A device). The sponsor developed a de novo economic model using a cost-consequence design [35] , taken from the perspective of the NHS and Personal Social Services (PSS), with a 1-year timeframe. This was constructed using an executable Microsoft Excel spreadsheet. The year of valuation was 2011. In the model, a simulated cohort of patients who were symptomatic of AF underwent screening for AF using either the WatchBP Home A device (intervention) or pulse palpation (comparator). If AF was detected, it would be confirmed with 12-lead ECG and be managed appropriately with anticoagulation or antiplatelet therapy. The differences in sensitivity and specificity between the intervention and comparator meant that there were different proportions of true positives (TPs), false positives (FPs), true negatives (TNs), and false negatives (FNs) for the intervention and comparator groups. Each diagnostic classification was associated with a corresponding clinical consequence; thus, for instance, patients who were classed as TP had AF and were appropriately managed; patients who were FP did not have AF but incurred a charge for an unnecessary ECG; patients who were TN were correctly excluded from further management; and patients who were FN were wrongly excluded as not having AF, and were therefore not treated. Costs to the healthcare system arose from money spent on ECGs, anticoagulation, adverse effects of anticoagulation (limited in the model to gastrointestinal bleeding) and management of stroke. The device itself was not considered to incur a cost, as it was reasoned an alternative BP monitor would be required, and the incremental cost of the WatchBP Home A compared with other oscillometric BP monitors was relatively small. Pulse palpation was assumed to have a time cost of 1 minute, consistent with the SAFE study [16] . The sponsor derived estimates of diagnostic accuracy of the WatchBP Home A from the Table 2 Results of included studies assessing the diagnostic accuracy of the WatchBP Home A [22, 24, 25] and pulse palpation [16, 36] Table 2 ). Annual and entry costs attributed to each health state were mainly derived from the NICE costing study Atrial Fibrillation [37] , and adjusted upwards at an assumed rate of 5 % per annum, since publication, to account for inflation. These values are presented in Table 3 .
In the base-case analysis, the sponsor assumed that all patients would present to their GP with symptoms of AF and be tested for pulse irregularity with the WatchBP Home A or pulse palpation. Using an incidence estimate of AF of 0.175 % derived from a NICE costing report [37] , the sponsor calculated that 87,000 new cases of AF would Prevalence of AF 4.4 % The sponsor calculated this value using an incidence of 0.175 % per year [37] , the size of the UK population and from the sensitivity and specificity of pulse palpation, estimated from the SAFE study [16] . Direct estimates of prevalence have been reported in many studies, including 1.28 % for the general population [37] and 7.9 % in over 65-yearolds [44] Probability starting anticoagulant drugs (e.g., warfarin) 56 % Not all AF patients suitable for anticoagulation due to risk/benefit ratio [37] Probability starting antiplatelets (e.g., aspirin)
32 % The source cited by the sponsor [37] gives this probability as 34 %. Not all AF patients suitable for antiplatelets due to risk/benefit ratio [37] Absolute risk reduction of having a stroke if on anticoagulants 4.3 % Average absolute risk reduction (all risk categories) [37] . From the SAFE study [16] , Table 5 , the absolute risk reduction for stroke is 3.3 % Absolute risk reduction of having stroke if on antiplatelets 0.9 % Average absolute risk reduction (all risk categories) [37] . From the SAFE study [16] , Table 5 , the absolute risk reduction for stroke is 1.1 % Probability of minor bleed (on treatment) 15.8 % Definition of minor and major bleeds not stated [37] Probability of major bleed (on treatment) 2.4 % Definition of major and minor bleeds not stated [37] Cost The cost of stroke is a highly uncertain and contentious issue. This estimate is taken from the perspective of the NHS and PSS [37] AF atrial fibrillation, EAC External Assessment Centre, ECG electrocardiogram, NHS National Health Service, PSS Personal and Social Services, SAFE Screening for Atrial Fibrillation in the Elderly, UK United Kingdom a All values were adjusted for inflation at the rate of 5 %. The EAC considered that this was likely to be a significant over-estimate considering the impact of the recession since 2007 b 2011 NHS reference costs of ECG stated as £31
''WatchBP Home A'': a NICE Medical Technology Guidancepresent to primary care each year. The sponsor derived a prevalence rate of 4.4 % from these data and a calculation taken from the SAFE study [16] . Overall, the sponsor found that detection of AF per se was associated with a net cost to the NHS, because the costs associated with detecting AF through ECG and subsequent anticoagulation management outweighed costs associated with preventing stroke. However, the sponsor calculated that the improved diagnostic accuracy of the WatchBP Home A would lead to an annual cost saving to the NHS of approximately £11,600,000, with the prevention of 221 strokes, when compared with pulse palpation. This cost saving resulted mainly from lower ECG costs associated with fewer FP tests.
The sponsor also performed a limited univariate and threshold sensitivity analysis based on a scenario where only a proportion of patients were symptomatic of AF. They found that if 50 % of patients were asymptomatic then the WatchBP Home A was not cost saving. This was because time and ECG costs associated with pulse palpation were absent in 50 % of patients simulated. The sponsor also performed a sensitivity analysis on the cost of stroke, by including societal costs. It was found that if an annual societal cost of stroke of £44,000 was assumed [38] , the WatchBP Home A would result in annual savings of approximately £64,600,000 compared with £45,400,000 for pulse palpation. Threshold sensitivity analysis showed that an assumed annual cost of stroke of approximately £16,000 would result in savings for the WatchBP Home A.
Critique of Economic Evidence
The EAC identified several weaknesses in the sponsor's economic model, primarily relating to the fact that it did not match the scope of the decision problem, particularly in terms of model structure, the modelled population, the intervention and the comparator, and parameter inputs.
The EAC considered that the structure of the economic model was incorrect in that it derived important parameters in a reverse manner; i.e., it used the incidence data derived from different epidemiological studies together with diagnostic parameters taken from an RCT to inform about population prevalence [16, 36] . From this, the number of people who would need to be screened to achieve this incidence was calculated. The EAC considered it would have been better to select and estimate the population consistent with the scope (i.e., people having a clinical measurement of BP), estimate the likely prevalence of AF in this population, and calculate forwards from this point, using sensitivity analyses as appropriate. An additional limitation of the sponsor's model was that it only had a time horizon of 1 year, which is insufficient to estimate the long-term implications of managing stroke risk (and likely to underestimate the benefits of the device).
The EAC considered that the population included in the model, people who are symptomatic of AF, was not the population described in the scope, and it should have been people who were having their BP measured (i.e., people asymptomatic of AF). The EAC considered this was a fundamental error in the sponsor's analysis, and noted that the sponsor's own sensitivity analysis indicated the WatchBP Home A was not cost saving in asymptomatic populations. Additionally, an important area of research described in the scope which the sponsor omitted from the model was the use of the WatchBP Home A for the diagnosis or monitoring of hypertension in a home setting (with the possible incidental detection of AF).
The EAC was asked to provide an analytic model of the device in a home setting. The EAC found that the WatchBP Home A was always cost-incurring in this setting, due to the lack of a suitable comparator and the fact that the costs of anticoagulation management outweighed those of preventing stroke.
The EAC did not fully agree with the sponsor's choice of study to inform the diagnostic accuracy of the WatchBP Home A and pulse palpation; these issues are presented in Table 2 . Part of the claimed cost saving of the WatchBP Home A was that the device saved time compared with manual pulse palpation, but the EAC did not accept this was likely due to the repeat measurements required by the device's instructions for use. Additionally, the EAC noted that, according to the NICE processes and methods guides, cost estimates should be taken from the perspective of the NHS and PSS and not society as a whole (i.e., indirect costs should not be counted) [39] , so the sponsor's use of societal costs for stroke in their sensitivity analysis fell outside the scope of the MTEP's processes and methods. Other issues with parameters and costs are presented in Table 3 .
Overall, the EAC considered that there were significant uncertainties about the model structure, inputs and parameter. The Committee (MTAC) considered that the issues raised by the EAC were valid and therefore asked for further modelling to be carried out. The EAC developed a cost-consequence decision-analytic model, from the perspective of NHS and personal social care costs, to simulate incidental detection of asymptomatic AF in a primary-care population. The number of critical events (fatal and nonfatal strokes, gastro-intestinal bleeds) and accumulated costs for the WatchBP Home A were estimated and compared with manual pulse palpation for two age cohorts (65-74 and 75-84 years). The year of valuation was 2011 and the discount rate was 3.5 %. From this de novo model, the EAC estimated that the WatchBP Home A was associated with a per use saving of £2.98 for patients aged 65-74 years and £4.26 for people aged 75-84 years (potential savings in younger age groups could not be meaningfully quantified). Given the frequency that BP measurement is undertaken, this would represent significant savings for the NHS in England and Wales. Additionally, the device was associated with the prevention of 53-117 nonfatal and 28-65 fatal strokes over a 10-year time period, per 100,000 people measured, due to incidental detection of AF and subsequent prevention of stroke.
NICE Guidance
Preliminary Guidance
In July 2012, MTAC met and made the following provisional recommendations regarding the WatchBP Home A.
''1.1 The case for adopting ''WatchBP Home A'' in the NHS for measuring BP, with the additional aim of detecting asymptomatic atrial fibrillation, is supported by the evidence. The available evidence suggests that the device reliably detects atrial fibrillation and may increase the rate of detection when used in primary care. This would allow prophylactic treatment to be given to reduce the incidence of atrial fibrillation-related stroke.'' ''1.2 ''WatchBP Home A'' should be considered for use in people with suspected hypertension or those being screened for hypertension in primary care. People suspected of having atrial fibrillation after use of ''WatchBP Home A'' should have an electrocardiogram (ECG) in line with NICE clinical guideline 36, 'Atrial fibrillation'.'' ''1.3 Use of ''WatchBP Home A'' in primary care is associated with estimated overall cost savings per person screened ranging from £2.98 for those aged between 65 and 74 years to £4.26 for those aged 75 years and over. There is uncertainty about the costs and benefits for people under 65 years of age, however it is likely that using the device in this group will benefit patients and the healthcare system'' [6] .
Consultation Response
Following publication of the draft guidance on the NICE website, all stakeholders, including the general public, were invited to provide comment before the final guidance was released. In the case of the WatchBP Home A, only limited comments were received, which did not fundamentally challenge the provisional recommendations.
The lack of guidance for the potential use of the WatchBP Home A in a home setting was of concern to some commentators. This was a scenario that had been covered previously by the additional analysis conducted by the EAC, which showed that the device was always costexpending in this scenario, because management of detected AF was always more expensive than non-management in the EAC's model. However, due to the costconsequence methodology employed, this did not take into account the potential clinical and patient benefits of the device (for instance, in terms of patient utility and life expectancy) [35] . NICE clinical guidelines recommend ambulatory BP measurement to confirm a diagnosis of hypertension following a high clinic BP measurement [10] . There is no guidance on the use of oscillometric BP devices at home, and since there is no comparator, use of the WatchBP would be cost incurring. For these reasons, no guidance on the use of the device at home was given.
The final comment that required significant discussion related to extrapolating the results to the population aged under 65 years; younger populations were not modelled by the EAC due to technical limitations of the design employed and the available data used to populate the model. However, after consideration, the committee concluded that the device was almost certain to be of clinical benefit, and likely to be cost saving in the younger age group, and this was reflected in the final recommendations.
Key Challenges and Learning Points
A significant problem both the sponsor and the EAC faced was the complexity of the decision problem, which meant it was difficult to create a cost-consequence model that could accurately reflect the entire scope. Specific difficulties included the fact that two physiological parameters are simultaneously detected by the WatchBP Home A (BP indicative of hypertension, and irregular pulse indicative of AF); there were two potential settings (clinic and home); AF itself is a complex condition (presenting as symptomatic, asymptomatic, paroxysmal, persistent and permanent [40] ); and that both hypertension and AF require different technologies to confirm the respective diagnoses (ambulatory measurement preferred for hypertension [10] and 12-lead ECG for AF [12] ). Additionally, and in common with all screening technologies, the WatchBP Home A does not directly treat either condition, but influences subsequent care; thus it is the patient pathway overall that is changed and requires modelling, which adds another level of complexity compared with a therapeutic intervention [41] . The primary benefit to patients claimed in the context of the WatchBP Home A is the prevention of thromboembolic stroke. However, this outcome may occur years or even decades after the WatchBP Home A has initially been used, which means decision-analytic models are the only realistic option to perform the required analyses. These models are associated with large inherent uncertainties and imprecision [42] .
An additional problem was that the EAC considered that only one published study was of adequate relevance and quality to inform the economic model [25] . This was a cross-sectional diagnostic study which, whilst being of appropriate design to measure the sensitivity and specificity of the device in a particular clinical context, did not provide relevant clinical outcome data, as an RCT might. Additionally, the population described in the study (a secondary-care cardiology clinic in the USA) was at high risk of AF and not representative of the population described in the MTEP scope. Potential uncertainties concerning other parameter inputs are presented in Table 3 . Thus, from the outset there were significant uncertainties concerning the external validity of the data used to populate the economic model, which needs to be considered when interpreting the recommendations, particularly in younger people at lower risk of AF. An estimate of residual uncertainty that derives from limited clinical evidence could be made using more sophisticated analytical techniques, for instance by using probabilistic Bayesian modelling rather than deterministic sensitivity analysis [43] .
Conclusion
In conclusion, the WatchBP Home A has been subjected to the MTEP evaluation process, which includes the submission of clinical and economic evidence by the sponsor, critical appraisal of this evidence by the EAC, followed by the formulation of recommendations by MTAC. The sponsor's submission was not directly aligned with the statement of the decision problem, which added complexity to the critical appraisal process, and required additional economic modelling by the EAC before the Committee (MTAC) was convinced that the benefits of the device were sufficiently demonstrated for it to receive a positive recommendation in MTG13.
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